AMENDMENT NO. 1 SEPTEMBER 2020 
TO 


IS 13450 (PART 2/SEC 23) : 2018 MEDICAL 
ELECTRICAL EQUIPMENT 


PART 2 PARTICULAR REQUIREMENTS FOR THE 
BASIC SAFETY AND ESSENTIAL PERFORMANCE 


Section 23 Transcutaneous partial pressure 
monitoring equipment 


(First cover page) — Delete ‘Superseding ‘[IS 13523 (Part 1) : 1992 and 
IS 13523 (Part 2) : 19927 


(Second cover Page, National Foreword Second para) — Delete. 
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